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FOREWORD 

This Indian Standard ( First Revision ) was adopted by the Bureau of Indian Standards, after the draft 
finalized by the Rubber Products Sectional Committee had been approved by the Petroleum, Coal 
and Related Products Division Council. 

This standard was first issued in 1976. The committee responsible for its preparation decided to update 
the standard in light of experience gained. In this revision, the Amendment No, i has been incorporated 
and in addition to this, clauses 3,1.2, 3.1.3, 5.3.6, 8,1 (e), (f), (g), 8.2 and Fig. 2 illustrative chart of 
twist versus temperature ( after clause 7.2 ) have been included. 

In the preparation of this standard, assistance has been drawn from the following publications: 

ISO 1432 : 1988 'Rubber, vulcanized or thermoplastic — Determination of low temperature 
stiffening ( Gehman test )', issued by the International Organization for Standardization. 

ASTM D 1053 : 89a 'Standard test method for rubber property —Stiffening at low temperature : 
Flexible polymers and coated fabrics', issued by the American Society for Testing and 
Materials. 

This test will not in general involve stiffening due to crystallization, as the rate at which crystallization 
takes place is slow compared with the speed of testing. 

In reporting the result of a test or analysis made in accordance with this standard, if the final value, 
observed or calculated, is to be rounded off, it shall be done in accordance with IS 2 : 1960 'Rules for 
rounding off numerical values ( revised )'. 
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Indian Standard 

METHODS OF TEST FOR VULCANIZED 

RUBBERS 

PART 18 STIFFNESS AT LOW TEMPERATURE ( GEHMAN TEST ) 

( First Revision J 



1 SCOPE 

1.1 This standard ( Part 18 ) describes a static 
procedure for determining the relative stififness 
characteristics of rubbers over a temperature 
range from room temperature to approxi- 
mately —TO^'C. 

2 APPARATUS 

2.1 Torsion Apparatus 

It consists of a torsion head capable of being 
turned through 180° in a plane normal to the 
torsion wire. The top of the wire is fastened to 
the torsion head through a loosely fitting sleeve. 
The bottom of the wire is fastened to the test 
piece clamp stud by means of a screw connec- 
tor. A pointer and a movable protractor are 
provided to permit convenient and exact 
adjustment of the zero point. The torsion 
apparatus is clamped to a supporting stand. It 
is advantageous to make the vertical portion of 
the stand from material of poor thermal con- 
ductivity. The base of the stand should be of 
stainless steel or other corrosion resistant 
material. The apparatus is shown in Fig. 1. 

2.2 Torsion Wires 

These are made of tempered spring wire, 
65 ± 8 mm long, and having torsional constants 
of 0-70, 2'8l and 11-24 mJ/rad of twist. The 
2-81 mJ/rad wire is considered the standard 
wire. 

2.3 Test Piece Rack 

It is made of material of poor thermal conduc- 
tivity, for holding the test piece in a vertical 
position in the heat transfer medium. The rack 
should be constructed to hold 5 or multiples of 
5 test pieces. The rack is clamped to the stand. 
Two clamps shall be provided for holding each 
test piece. The bottom clamp shall be a fixed 
part of the test piece rack. The top clamp acts 
as an extension of the test piece and shall not 
touch the rack while the test piece is being 
twisted. Clearance between the top of the test 
piece rack and the test piece clamp stud is 
assured by inserting thin spacers between the 



two. The top clamp is secured to a stud which 
in turn is connected to the screw connector. 

NOTE — Slotted PTFE or fluorocarbon spacers about 
1'3 mm thick and 13 mm wide have been found 
satisfactory. At low temperaturers the test specimens 
stiffen in position and the spacers are removed prior 

to test without losing the clearance. 

2.4 Temperature Measuring Device 

Capable of measuring the temperature within 
PC over the range from approximately — TO^C 
to + SO^C. Copper constantan thermocouples, 
used in conjunction with a potentiometer, are 
highly satisfactory. The sensitive element shall 
be positioned between two test pieces, equidis- 
tant between the top and the bottom of the test 
pieces. Suitable thermometer capable of 
measuring in the above range may also be used. 

2.5 Heat Transfer Media 

This may be hquid or gaseous. Any material 
which remains fluid at the test temperature and 
which will not affect the mateiials being tested 
may b^ used. Among the liquids that have been 
found suitable for use at low temperatures are 
acetone, methanol, ethanol, buianol, silicone 
fluid and /z-hexane. Carbon dioxide or air is the 
commonly used gaseous media. 
Vapours of liquid nitrogen are useful for testing 
at very low temperature. It should be noted 
that stiffness measurements in gaseous media 
may not give in each case the same results as 
the measurement made in liquid media, 

NOTE — Specification for rubber products requiring 
tests using this procedure shall specifically state 
which coolant media are acceptable for use in this 
test. 

2.6 Temperature Control 

For controlling the temperatures of the heat- 
transfer medium within ± 1-0''C. 

2.7 Tank 



or 



test 



For liquid heat-transfer media, 
chamber for gaseous media. 

2.8 Circulating Device 

For liquids it may be stirrer and for gases a fan 
or blower, which ensures thorough circulation 
of the heat-transfer medium. 



1 
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Fig. I ScHSMATic Diagram of Torsion Apparatus 



2.9 Stop-Watch or Other Timing Device 

Calibrated in seconds. 

3 TEST PIECE 

3.1 The test piece shall be 40 ± 3 mm long, 
3 ± 0-2 mm wide and 2 ± 0-2 mm thick. It 
shall be moulded or cut with a suitable die from 
a vulcanized sheet of proper thickness. 
3.1,1 Test specimen from vulcanized rubber 
product may also be tested provided that the 
finished dimensions of the specimens obtainable 
from the product are in accordance with those 
mentioned above. For this purpose test pieces 
may be cut or slit from the product to a thick- 
ness not exceeding 4 mm and finally buffed 
smooth carefully to the specified thickness. 
Wherever it is not possible to obtain test 
specimens of the required dimensions from the 
product, a moulded sheet made from the same 



composition and vulcanized to the same degree 
as the product may be provided by the 
manufacturer. 

3.1.2 Number of Specimens 

Unless otherwise specified in the detailed speci- 
fication, two specimens from each test unit shall 
be tested. It is good practice, however, to 
include a control specimen with known twist- 
temperature characteristics. 

3.1.3 Mounting Test Specimens 

Clamp the specimens in the testing apparatus 
in such a manner that 25 ± 2*5 mm of each 
specimen is free between the clamps. 

4 CONDITIONING 

4.1 Prepared test pieces shall be conditioned 
immediately before testing for a minimum of 3 
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hours at a temperature of 27 ± l^'C and a 
relative humidity of 65 ± 5 percent. 

4.2 Time Lapse Bietween VulcaBtzation and 
Testing 

4.2.1 The minimum time between vulcanization 
and testing shall be 16 hours. 

For non-product tests the maximum time bet- 
ween vulcanization and testing shall be 4 weeks 
and for evaluations intended to be comparable, 
the tests, as far as possible, shall be carried out 
after the same time interval. 

For product tests, whenever possible, the time 
between vulcanization and testing shall not 
exceed 3 months. In other cases test shall be 
made within 2 months of the date of receipt of 
the product by the puchaser. 

4.2.2 Samples and test pieces shall be protected 
from light as completely as possible during the 
interval between vulcanization and testing. 

5 PROCEDURE 

5.1 CalibratioB of Torsion Wire 

5.1.1 One end of the torsion wire shall be 
insered in a vertical position, in a fixed clamp, 
andthe lower end of thewire attached at the 
texact longitudinal centre of a rod of known 
dimensions and mass. ( It is suggested that the 
rod be 200 to 250 mm long and about 6-4 mm in 
diameter ). Initially the rod shall be twisted 
through an angle of not more than 90'' and 
then released. It shall be allowed to oscillate 
freely in a horizontal plane and the time 
required for 20 oscillations noted in seconds. 
( An oscillation includes the swing from one 
extreme to the other and return ). 

The mass moment of inertia shall be calculated 
from the following formula: 

" 12 

where 

/— moment of inertia in kg- mm^ of the 

rod, 

m == mass in kg of the rod, and 

/ = length in mm of the rod. 

The torsional constant shall be calculated from 
the following formula: 

A ~ ^^^ 
"■ T50"r2 

where 

h ^ restoring torque exerted by the wire in 
millijoules per radian of twist, 

/ ~ movement of inertia of the rod in 
kg«mm2, and 

T -- period of oscillation in seconds. 



The torsion wires shall be calibrated to within 
±3 percent of their specified torsional 
constants. 

5.2 Mounting of Test Piece 

Each of the test pieces shall be clamped in such 
a manner that 25 ± 3 mm of the piece is free 
between the clamps. The test piece clamp stud 
shall be located with respect to a reference 
point on the rack in such a position that the 
specimen is under zero torque. 

5.3 Stiffaess Measarements in Liquid Media 

5.3.1 The rack containing the test pieces shall 
be placed in the liquid bath with a minimum of 
25 mm of liquid covering the test pieces. The 
temperature of the bath shall then be adjusted 
to 2TC, One of the test pieces shall be connec- 
ted to the torsion head by means of the screw 
connector and the standard wire. 

Caution shall be exercised in attaching the 
screw connector to the test piece clamp stud to 
make certain that the stud is not moved from 
the zero torque position. The torsion head shall 
also remain in the zero position while the 
connector is being fastened to the stud. The 
spacer which provides clearance between the 
test piece rack and the test piece clamp stud 
need not be used for measurements made at 
room temperature. 

5.3.2 The pointer reading shall be adjusted to 
zero by rotating protractor scale. The torsion 
head shall then be turned quickly but smoothly 
through 180° and the pointer reading, after 
10 seconds as indicated by the timer, recorded. 
If the reading at 2TC does not fall in the range 
of 120 to 170°, the standard torsion wire is not 
suitable for testing the test piece. Test pieces 
producing twists of more than 170° should be 
tested with a wire having a torsional constant 
of 0-70 mJ/rad of twist. Test pieces producing 
twists of less than 120° should be tested with a 
wire having a torsional constant of 11*24 mJ/ 
rad. 

The torsional head shall be returned to its 
initial position and the test piece disconnected. 

5.3.3 The test piece rack shall then be moved 
to bring the next test piece into position for 
measurement. All test pieces in the rack shall 
be measured at 27°C, 

5.3.4 The spacers shall be inserted between the 
test piece rack and the test piece clamp studs. 
The test pieces shall be removed from the liquid 
bath and the temperature of the liquid adjusted 
to the lowest temperature desired ( see Note 1 ). 
The test pieces shall be placed in the bath and 
allowed to remain at this temperature for 
approximately 15 minutes. After this^ one 
spacer shall be removed and one test piece 
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measured as was done done at 2TC. The spacer 
^hall be returned to Us original position after 
the test piece has been tested ( ^e^Note 2 ). All 
the test pieces in the rack shall be measured in 
this way, taking care that the measurement of 
each test piece lasts approximately 2 minutes. 

NOTES 

1 This varies with the type of material being tested 
since time is saved by not starting at a temperature 
more than lO^'C lower than the freezing point of the 
material; for natural rubber stocks, the lowest 
temperature required is usually — 70°C. 

2 Movement of the spacer often tends to alter the 
pointer position with respect to the protractor, 
therefore, the pointer should be adjusted to zero 
after the spacer has been removed. 

5.3.5 The bath temperature shall then be 
increased by S^'C increments, each increase 
being made in approximately 5 minutes and 
stiffness measurement made after conditioning 
the test piece for 5 minutes at each temperature. 
Tests shall be continued until a temperature is 
reached at which the angular twist is within 
5 to 10^ of the twist at 27"C. 

5.3.6 Increments of lO^C instead of 5^C may be 
used if desired, for less sensitive parts of the 
temperature range. The temperature rise may 
be accelerated by use of an electrical immersion 
heater. The test may be shortened by concluding 
the temperature rise as soon as the range of 
interest has been passed. 

5.4 Stiffness Measurements in Gaseous Media 

5.4.1 Procedure in air or carbon dioxide differs 
from that with liquid media only in that cooling 
is effected with the test pieces in medium and 
the length of the conditioning period is 
different. 

5.4.2 With the test pieces in the test chamber 
the temperature of the chamber shall be 
adjusted to the lowest temperature desired in 
approximately 30 minutes. After this tempera- 
ture has been maintained constant for 
10 minutes the measurements shall be made in a 
similar way as in the liquid media, each test 
piece being tested in 2 minutes, 

5.4.3 The temperature of the chamber shall be 
increased by S^C increments, each increase being 
made in approximately 10 minutes and stiffness 
measurements made after conditioning the test 
pieces for 10 minutes at each temperature. 

5.5 CrystaUization 

When it is desired to study crystallization or 
plasticiser effects, the time of conditioning at 
the desired temperature shall be increased. 

6 NUMBER OF TESTS 

6.1 At least three test pieces of each material 
shall be tested. It is good practice to include a 



control rubber with known twist-temperature 
characteristics. 

7 EXPRESSION OF RESULTS 

7.1 A plot shall be made of the pointer readings 
or angles of twist of the test piece, against the 
temperature. The torsional modulus of the test 
piece at any temperature is proportional to the 
quantity: 

180 - a 



where 

a is the angle expressed in degrees of the 
twist of the test piece. 

The relative modulus at any temperature is the 
ratio of the torsional modulus at that tempera- 
ture to the torsional modulus at 2TC, 

The value of the relative modulus for any tempe- 
rature is readily determined from angle of twist 
at that temperature and at 2TC, as given by 
the twist versus temperature plot, and the ratio 

of the values of the factor corres- 

a 
ponding to these angles. 

7.2 The temperatures at which the relative 
modulus is 2, 5, 10 and 100 are determined by 
the use of Table 1 and the twist versus tempera- 
ture curve for the test piece. The first column 
of Table 1 lists each degree of twist in the 
range of 120 to 170", so that the value corres- 
ponding to the twist of the test piece at 27^C be 
selected. 

Successive columns give the twist angles which 
correspond to values of 2, 5, 10 and 100 for the 
relative modulus. The temperatures correspon- 
ding to these angles are then read from the 
twist versus temperature curve for the test piece 
and are designated as Jg, T^, T^q and Tjoo 
respectively. 

For Example ~ The twist versus temperature 
curve for a Hevea gum stock is given in Fig. 2. 
From this curve the twist at 27^C is found to be 
160 degree. Referring to Table 1, the angles of 
twist corresponding to relative modulus values 
of2, 5, lOand 100 are respectively, 144,111, 
80 and 13 degrees. Referring again to the curve 
in Fig. 2, the temperatures at which these angles 
of twist occur are found to be -38°C, — 47°C 
— 50°C and — 56°C respectively. 

7.3 When it is desired to calculate the apparent 
torsional modulus of rigidity in megapascals at 
various temperatures, the free length of the test 
piece shall be accurately measured and the 
following formula used: 



G == 



]6 KL{ 180— a ) 



a b^ 



fi a 
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8 TEST REPORT 

8.1 The test report shall include the following 
particulars: 

a) the heat transfer medium used; 



b) the temperature Js, Tg, r^q and Too at 
which the relative modulus is 2, 5, 10 and 
100; 

c) the apparent torsional modulus of rigidity 
in megapascal at room temperature; 

d) when required, the apparent torsional 
modulus at other temperatures than 
room temperature; 

e) complete identification of the material 
tested including type, source, manufac- 
turer's code designation, form, date 
of manufacture, etc; 

f) Details of conditioning of specimens 

prior to test; and 

g) Torsional constant of torsion wire used. 

8.2 Routine Inspection and Acceptance 

For routine inspection of materials, the results 
shall include the test temperature, the average 
value for the twist in angular degrees, obtained 
at the test temperature. 
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